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The a-tnount and type of wear pyoduced in the prosthetic hip joint depends on the type of relatiue motion between the femoral lzead and rheacetabular cup. Wear parttgles^remoued, from the bearing surfaces d the joint to, iousi ad,uerse tissue reactions ,oittlng in osteolys,is and
ultinnteb in loosen'ing of the fxati.on of the imptant. When designing ishnulator for eualuation of prospectiae materia\ for artifciat hipjo.ints it u important to aerifi that tlw ty'pe of relatiue motion at the articulation is similar to that proiicer1in walking, lnaolalng coLt;nualtl
changtng.dirntion of sliding. This paper rs an oaervieu of recent reseat'ch done at Hekinhi University of Tuhnolig on the inatys;s if tie
relationship betueen relatiue motion and wear in the prosthetic hip joint.
'fo analyze the relatiae ntotion, softwarefor contputing trachs, referred to as sLide trachs, dlaun on the counterface b1 rnarher points on tlte
bearing surface was fuuelo4ed and experintentalQ uerifed. 'fhe'ouerall rekthrc motion of the joint was illustmterl i2 a slide track pattern,
produced by manl points. The patterns resulting front ualking motion arzd. ft'om motion prodiced in ten contempoiry hip shnulnior types
were compared. 'the slide track cotnputations were not lintited to illush'ationat purposis but of/brert a basis fo:r computing aariatioii of
sliding distances, sliding speeds and direction of sLi"ding duting a c1cle. Tltis was doni for the slii"e trach termedl the forie traii, drawn lry tie
resultant contactforce. In addition, the product o!'the instantuneous load and incrernint of sliding distance was nuinerically integratetl'oaer
a cycle. Tlu trach integral of load had so far not been detenninedfor tlte majoritl of conternpoyary hip simulators. The tua;h int/graL can be
used in dannining the wear factor, ntaking it possibte t0 compare clinicai uear ratis with tiose prod,uced, by hip simuiators. The
cotnputation of the uear foctlr uas s.ubwquentfi improaed by replacing the trach integraL of the resiltant contact firce with a surfaceintegral computed as th'e su,ttt of trach integrak of a Large nuntber of vnaller normal firces ibtained b1 d,i"scretizing the contact preisure
distribution. The slide track sof,ware could also be utiLized in the conceptual design if new simulatori brrouv it ias possibte ti rapidly
inaestigate the ffict of cltanges to tlte motion waaefonn amplitudes or ph,ases, or of omitting certain waaefonns to simpiify the desigi of a
simulator.
The slide track analysis showed that walking motion produced main$ open trachs on the center of contact, implling continually changing
directionofshniyg Thisphenornenon,whichiscrucinlforobtainingthecorrectwearmechanismiforacetab"tiir"lsmadeofpolyahyiene,
was reproduced b1 sirnulators haaing abduction-add,uction motion in addition to flexion-extension motion. In the iorce traci iomputationsinuolaing contemporary s'irnulators with th.e common femoral head size of 28 mrn-, the slding d,istance per cycle oid tht Torrt track integralper cycLe rangedfrom 19.7 to 34.3 mm andfrom 17.4 to 43.5 N m, respectiae\. The aaeragi slid.ing sieedrangedf.orn- 19.7 to 49.0 im/s.
Th9 sur,n of track integrak c.omputed.with forces obtained by discretizing the contact presiure dislriiution reachid a substantinlll higher
aalue than the track integral obnined uith the resultant contact force only. This suggeits th,at the wear factor is actually oaerestimaied ihen
computed, in the conaentionnl way b1 d.iaid.ing'the wear rate uitlz the force trach integral.
Kelwords: prosthetic hip joint, relatiae ntotion, slide trach, wear sinntlators, weat- factor.
I Notation
A Area of articulating surface, in HUT-BRM area of
hemisphere =2nr'
AE. Area of surface element 
- 
AlNr.
"(e) Shape function of conracr pressure distributioni Time index = index to points of discretized morion
waveforms; i=\,2, 3, ..., N
1 Surface integral replacing I Ld* = sum ofrrack
integrals of discrete forces 4,,,
L Joint contact resultant force
1n Index to surface elements and discrete forces;
rn=1,...,Nn
n No, of cycles
N No. of time steps per cycle = no. of discrete roration
angles
NE No. of surface elements = no. of discrete forces
p Contact pressure
.P,rr"* Peak value of contact pressure
Q* Discrete force corresponding to pressure load on sur-
face element
r Radius of spherical articulating surf'ace
r Position vector of surface element.
I Time
T Cycle time
ut,uatt Mean sliding velocity =xtl7
V Wear volume
x Sliding distance; track coordinate
xy Length offorce track
XYZ Coordinate system (fixed), attached to center point of
acetabular cup
x)z Coordinate system (moving), attached to center point
of femoral head
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0 Angle betw.egn r and Z-axis( Direction of sliding relative to the acetabular cup
AA Abduction-adduction
AR fupect ratio
fupect ratiq. Major dimension divided by minor dimen-
. sion ofslide track :
BRM
CTPOD
Biaxial rocking motion hip wear simulator
Circularly translating pin-on-disk wear test
device
FE Flexion-extension
Force track Track made on the counterface by the point
ofjoint contact resultant force
HLIT-3 Helsinki University of Technolory hip joint
simulator Mark III
HUT-BRM Flelsinki University of Technology BRM
simulator
IER Internal-external rotation
In vivo Within the living organism
Slide track Track made on the counterface by point on
surface of femoral head or acetabular cup
Track integral Line integral of normal force over its slide
track
2 Introduction
Total hip joint replacement arthroplasty can provide the
patient with dramatically improved quality of life by reliev-
ing pain and offering increased mobility. A failed prosthesis
however causes pain, reduces the ability to work and necessi-
tates a revision operation. The most common reason for
revision operations is loosening of the components (66 7o of
hip revisions in Finland []). The current understanding is
that loosening is primarily due to bone loss around the
implant, caused by adverse tissue reactions to wear particles
[2,3,4]. Tiibological research of prosthetic joints deals with
ftiction, wear and lubrication of the implant with the purpose
of increasing its lifetime. A particular area within this field
of research is the design and development of wear simula-
tion equipment for pre-clinical evaluation of prostheticjoint
materials.
Wear simulation is done under conditions that are in a
tribological sense close to the conditions in vivo. This means
that the essential features of the relative motion at the articu-
lation, the lubrication and the loading, are taken into consid-
eration when setting up the wear simulation equipment.
Monitoring of the simulation involves measuring the amount
of worn material, visual and microscopic inspection of the
wear surfaces and microscopic analysis of the wear debris.
The results are validated against results of in vivo radiological
wear measurements, or by comparing with results of in-
spection of components retrieved at revision operations or
autopsy. Many studies have shown that only multidirectional
motion yields realistic wear for polyethylene, which is a com-
mon material for acetabular cups in prosthetic hip joints [5, 6,
7, 81. Multidirectional motion means that the direction of
sliding changes many times during the motion cycle, unlike,
e.g., the situation in a regular pin-on-disk wear test device, in
which the relative motion is unidirectional. Since the relative
motion of the articulating surfaces is known to influence the
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production ofwear debris [6, 7, 9] and since the effect ofwear
partideson implantfailure due to loosening is known, analy-
sis of relative motion mustbe considered an important part of
the development ofwear simulation equipment. Motion anal-
ysis is preferably done during the siniulator design stage,
but can be applied in the evaluadon of an existing simulator
design, e.g., if the simulator does not reproduce 'the in vivo
wear process.
'This piper is an overview of research activities at Helsinki
University of Technology (HUT) in the field of biotribology
discussing the results and implications of recent articles deal-
ing with the relationship between the relative motion of the
articulating surfaces and wear in the prosthetic hip joint.
Examples of other biotribology research activities at HUT
indude studies on the effect of lubricant on the wear of
prosthetic joint materials [0, ll] and wear of crosslinked
polyethylene U2, l3l and alumina [4]. The main objective of
the research presented in this paper was to provide a quanti-
tative basis for studies on the relationship between the type of
relative morion and wear. The wear factor i =(Vln)llLdrc
relates the wear rate to the load and the sliding distance.
There are substantial differences between patients regarding
load, extent of motion and number of gait cycles per year [ 15,
16, 17, I 8]. By computing the wear factof these aspects can be
taken into account to quantitatively compare the wear gener-
ated in a hip joint simulator with the wear produced in the
human body [5] or with another wear test device. In con-
trast, the conventional wear rate (expressed as mg or mm' per
million cycles) is notwell suited for making such comparisons
because the aspects mentioned above are not taken into
account.
3 Methods
The cyclic relative motion of the hip joint can be illus-
trated by computing tracks, known as slide tracks, made on
the counterface by marker points on the surface of the femo-
ral head or acetabular cup. When referring to the motion of
the hip joint, the directions are named according to Frg. l,
which is a frontal view of the right hip joint. To compute the
relative motion, two coordinate systems were placed at the
mutual center of the cup and the head. The reference coordi-
nate system XyZ was fixed relative to the cup and the moving
coordinate system r)z was fixed relative to the head. Initially
the systems coincided with the X and x axes pointing in the
medial, the Y andl axes in the posterior and the Z andz axes
in the superior directions. The equatorial plane of the cup,
and initially the equatorial plane of the head, was perpendic-
ular to the coronal plane. The values of the cup angle, the
head axis angle and the force angle in the coronal plane
depended on the simulated case ([29], Table l).
The motion of a marker point was based on Euler rota-
tions with the axes of the moving coordinate system acting
as rotation axes according to the sequence determined for
each simulation. See lig. 2 for an example of applying the
rotation sequence FE+AA-+IER. To compute a cup track
the marker point was fixed to the head, and to compute a
head track the marker point was fixed to the cup. The cyclic
FE, AA and IER rotation angles, i.e., the motion waveforms
applied to the axes were taken fiom a biomechanical study
[9] and fiom published data of diflerent simulator designs
Acta Polytechnica Vol. 43 No. 4/2003
Superior
INTERNAL
ROTATION
Force, Qgplscl resultant
Cup angle force (l)
Acetabular cup
Femoral head
FLEXION
Lateral Medial
EXTENSION
Head axis
angre
ABDUCTlON ADDUCTION
lnferior
Fig. I : Antero-posterior view of prosthetic-joint with directions of
motions shown (right hip, coronal plane)
15, 20, 21, 22, 23, 24, 25, 26, 27). The angles of all analyzed
cases can be found in [28], Fig. I and [29], Frg. l. Thewave-
forms applied in the analyses of the BRM simulators are
shown in Frgs. 3a and 3d. The slide track computations were
described in detail in [28] and [30].
For visualization, the tracks were plotted on a sphere rep-
resenting the articular surface (Iigs.3b, e). Flattened tracks
[30] were plotted to give an overview of the whole pattern
(Iigs. 3c, f;. In compuring the slide tracks the number of
marker points was not restricted, and the location of the
points could be fieely selected. Theoretically, there are an in-
finite number of racks, but too many tracks on one plot
would result in a tangled image. Therefore, a limited number
of points were chosen to produce an illustrative track pattern.
The rotation sequence was determined according to the
simulator design. The first rotation changed the orientation
of both the other rotation axes of the simulator relative to the
acetabular cup (the reference coordinate systern). The second
rotation changed the orientation of the one remaining simu-
lator axis relative to the cup. The third rotation did not
change the orientation of any simulator axis relative to the
cup. In two-axis simulator designs, the first step in determin-
ing the rotadons was naturally omitted. The sequence for gait
was FE-+AA-;IER, since the goniometer used byJohnston
and Smidt [9] conformed to this sequence.
The computed slide tracks were verified experimentally.
Head tracks were engraved in the HUT:3 and HUT:BRM
simulators rvith sharp pins of hardened steel embedded in
the acetabular cup ([28], Flg. 4). The pins were placed very
carefully to produce an accurate pattern corresponding to the
marker points in the computational model. The simulators
were driven for one cycle with load on to produce the tracks.
The lengths, locations and shapes ofthe engraved tracks were
compared with the computed tracks.
The effect of the shape of the rotation-prevention lever of
the BRM simulators on the head tracks was studied both
by engraving the track grooves as explained above, and by
letting a stationary pen draw tracks on the head while the
simulator r.vas driven without the cup (i291, fig. 5). The cup
tracks of the BRM-simulator were checked by photographing
the movement of head marker points with long exposure
times.
To be able to determine the wear factor one must compute
the integral / ldx by considering the temporal variation of the
Fig. 2: Euler rotations applied to the right hip. Sequence is FE+AA+IER. In the computations, positive rotations corresponded to ex-
tension, abduction and internal rotation. The reference coordinate systemXYZwas fixed relative to the cup and the moving coor-
dinate svstem rlz was fixed relative to the head.
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Fig. 3: Motion waveforms, slide tracks on femoral head and whole pattern of 4l flattened tracks of BRM hip wear simulators wirh direc-
tion of rotation prevention Iever indicated. Note that diameter of circle is zrr (not 2r). Force track shown with thick line.
(a)-(c)Waveforms (FE, AA) and tracks of HUT-BRM. (d)-(f; Waveforms (FE, AA, IER) and tracks of BRM simulatorwith offset le-
ver.
contact resultant force I along the forre track, i.e. the track
drawn by I on the counterface (ng. 4). In [31] this was
done for eleven simulator designs and for level walking as
measured by Johnston and Smidt [] by numerically integrat-
ing the product of the instantaneous load and increment
of sliding distance over a cycle: ILdx=lL;Lx; The vari-
ous load waveforms and peak values that were used in the
computations can be found in [3 I ]. The gait force track was a
simplification in that the track was drawn by the resultant
force in the position l2o to the verticalintheXZ-plane. While
the force track thus drawn was considered adequate for wear
factor computations by corresponding to the area of highest
contact pressure, fluctuations in the direction of the resultant
force during the gait cycle have been reported [7]. The time
step benveen adjacent points on the load and motion wave-
forms and consequently on the force track was Al; =TIN.
Additional force track computations included the sliding dis-
tance x1 =lLx1u the sliding velocity x =LxilLti and the
direction of sliding relative to the cup (. The quantity ( was
the direction ofthe velocity vector (and ofthe fiictional shear
stress) relative to its direction at I = 0, and was indicated by
the instantaneous tangent ofthe force track. The tangent was
approximated by a line connecting tr,vo adjacent track points.
The sum of the changes in the direction of sliding along the
force track, IIA€rl, was computed.
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To take into account the variation of relative motion and
contact pressure all over the contact surface, the force track
integral JIdx was replaced by a surface integral computed as
a sum of track integrals t32]. The computation involved
Fig. 4: Double-peak waveform of contact resultant force l, plotted
along the force track of the HUT-BRM simulator
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replacing the contact pressure distribution with a large num-
ber of discrete forces and summing the integrals computed
for each discrete force along their respective rrack. The dis-
crete fon:es acted normal to the surface and represented
the pressure on a small surface area element. Each integral
was computed numerically by summing the product of the
instantaneous force value and increment of sliding distance.
This approach was tested for the HUT:.BRM sirnulator in
which the dynamic load had a double-peak waveform and an
average value of 1.0 kN and was applied along the vertical
symmetry axis of the cup (tig. 5a). For this simulator, wear test
results were available [33] and the relative motion compura-
tions had been verified [28]. Next, a brief overview of the
computations is given. A detailed presentation can be found
in [32].
Because in the HUT:BRM rhe load was applied along the
symmetry axis of the cup, the pressure distribution could be
written as the product of the peak value and a shape function
of the angle 0 benveen the position vector and the Z-axis only
F = f^u,f @).
pmax were 0.386 L / f , 0.453 L I f and 0.47 7 L/1. These values
were determined by the vertical force equilibrium
IL=lpcos0dA (2)I'
A
The wear tests had shown that during steady-state wear
the area of contact was hemispherical during the whole load
cycle. Therefore a pressure distribution extending to the
rim of the cup and varying only in height during the cycle
could be selected for the compuration, A different wear rest
configuration would naturally result in a diflbrent pressure
distribution as the angle between the direction of load and the
symmetry axis o{'the cup significantly influences the shape of
the distribution [34]. In the present case the effect of the
shape of the pressure distribution was studied by selecting
three commonly used distributions, ellipsoidal, paraboloidal
and sinusoidal [35]. The hemispherical contact surface was
divided into approximately equisized area elements (Fig. 5b),
so that the distribution of the discrete forces would resemble
the corresponding pressure distribution.
When the contact surface had been divided into surface
elements Ar..,,, , tn = l, . . ., NE, the discrete forces at each time
step l, , i= l, ..., Nwere calculated as
q,o(tt) = F(0., t;) tt,*
(l)
The shape functions of the ellipsoidal, paraboloidal and
sinusoidal pressure clistributions were J(r - +e'?/^'?) ,
| 
- 
02 l; and cos 0, respectively. The corresponding values of (3)
ii
ia) {h}
Fig. 5: (a) Schematic drawing of HUT-BRM simulator with ellipsoidal contact pressure distribution p(l) varying with time due to load
l,(t). Offset lever position shown with dashed lines. (b) Ellipsoidal contact pressure distribution discretized by large number of
normal forces. Temporal variation of each force along its slide track was taken into account in computing an alternative for the
integral I Ldx, the sum of track integrals 1.
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The pressure value p ( 0,, f,) was calculated in rhe middle of
element m, which was also the point of application of q.(t,).
The slide tracks of the discrete forces were computed as
described in [28]. Finally, the sum of track integrals ^I was
computed:
NF^NEN
s-r I Sr\_!
r = ) ,Qt*dx= )-/t-(t;)Lx*(t) (4)
-Jm=I m=l i=l
3 Results
The gait slide tracks were mostly irregular ovals, having a
characteristic thorn near the end of the gait cycle. Ti"acks with
high aspect ratio and small track figures were also present
(Frg. 6a). The HUT:3 slide tracks were mostly elliptical, but
racks with high aspect ratio and short tracks were present, so
that the overall slide track pattern resembled the pattern
produced by the gait simulation (ng. 6b). The motion wave-
forms proposed in the ISO/DIS 14242-l standard generated
open slide tracks on the center of contact and an elliptical
force track (Iig. 6c). The BRM slide tracks included a circle,
egg and tear shapes, and figures of eight (Fig. 3). In this
pape4 only head tracks are shown. The cup tracks ofthe gait,
HUT:BRM and HUT:3 simulations were presenred in [28],
Frgs. 5, 6, 8. Both head and cup track patterns ofeight con-
temporary hip sirnulators were shown in [29], Egs. 3a-h.
For the HUT:.3 and BRM simulators, the shapes of the
individual engraved tracks and the overall engraved track
pattern agreed well with the computed tracks ([28], trigs. 6a,
7, 8a and 9). The lengths of the engraved force tracks of
the HUT:3 and the BRM simulators were 24.2 mm and
34.6 mm, respectively for r = 14 mm. The lengths of the cor-
responding computed force tracks were 23.9 mm and 34.3
mm, differences being 
-1.2 Vo and -0.9Vo, respectively. Borh
the computed and engraved force tracks had aspect ratios of I
in the BRM simulator and 3.8 in the HUT:3 simulator.
In the BRM simulato4 changing the type of rotation-pre-
vention lever changed the slide track pattern. The lever with
offset caused tilting and shift of rracks, compared to the
zero-offset case (trig. 3). The fbrce track however; remained
unchanged. In [29], it was shown that a rotation-prevention
lever with an offset introduced IER motion in the simulator.
turning the BRM into a three-axis device and causing the
change in slide track pattern. This experimental finding was
reproduced in the computations by adding the IER motion to
the BRM slide track simulation done previously (t291, ng. 6).
The tangent to the slide track indicated rhe direcrion
of sliding at any moment during the motion cycle. If the
slide tracks were open loops or figures of eight, rhe direc-
tion of sliding changed continually implying multidirectional
motion. A circular or elliptical slide track meant rhar the
direction of sliding (and consequently the direction of the
frictional shear stress) gradually changed 360" during one cy-
cle. When the aspect ratio of the track increased, the changes
in the direction of sliding became more abrupt near rhe turn-
ing points of the track. Ti"acks with a very high aspecr ratio or
linear tracks suggested that the motion was reciprocating.
In contemporary hip simulators the length of the force
track ranged from I .41 r to 2.46 r. In the gait simulation the
length of the force track was 1.65 r. With the common femoral
head diameter of 28 mm, the force track length ranged from
19.7 to 34.3 mm per cycle, the average sliding speed from
19.7 to 49.0 mm/s and lLdx frorn 17.4 to 43.5 N m [31]. A
summary of the results is given in Thble I .
When the sum of track integrals 1 was computed for the
HUT:BRM simulator the value first decreased with an in-
creasing number of elements [32]. Howeve4 the maximum
decrease (which occurred for the ellipsoidal pressure distribu-
tion) was less than 0.14 7o when the number of elements
was increased from 500 to 1000. It was therefore considered
that there was no need to increase the number of elements
above 1000. Wth dynamic load and 1000 discrere forces the
values of 1 and the sum of element forces for the ellipsoidal,
paraboloidal and sinusoidal pressure distributions were 3.49r
3.241 3.20r (units are N m when r is substituted in mm) and
1.69L, 1.53L and 1.501 respectively. The lLdx value in the
resultant force case was 2.46r Nm.
{a} (c)
Fig. 6: Flattened slide track patterns of femoral head tracks. Thick line indicates force rrack. (a) Gait morion. (b) HUT-3 simularor.
(c) ISO/DIS 14242-l simulator specihcation, assuming sequence FE-+AA+IER
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Case T
tsl
xLu
lmml
a?mea.
[mm/s]
lLd'3
lNml
tl^E,l
Idegrees]
Reference
HUT:3 0.85 l.7l r 2.01r 3.10r 360 124l
HUT:BRMb 0.98 2.46r 2.50r 2.46r 360 t25J
MMED-BRN{" 0.88 2.46r 2.78r 2.00r 360 [36]
MTS-BRM. t.00 2.46r 2.46r 2.31r 360 t8l
AMTI 0.50 t.t3r 3.50r r.35r 648 t5l
Munich 1.00 t.ot r t.67 r 1.48r 35 I [27,37]
Leeds Mk I 1.00 l.4lr l.4l r 1.24r 433 [21
rso/DIS 14242-l 1.00 1.58r 1.58r 2.03r 364 [23
Durham Mk Il 1.00 1.59r L59r 2.21r 380 t26
Leeds MK I] 1.00 1.5 / r r.5 I r 1.35r 400 [20
ProSim 1.08 1.65r |.52r 1.25r l5l3 t991L- 
-l
Gait l.l3 1.65r t.46r 1.59r 876 ll9,38l
n r to be substituted in mm: b zero-offset lever: 'oflset lever
Table I : Summary of force track computations for eleven simulators and gait
5 Discussion
In the hipjoint, the direction of sliding between rhe femo-
ral head and the acetabular cup changes continually during
walking motion. In the slide track computations the conrinu-
ally changing direction of sliding manifested itself as open
track figures. Notably, in the three-axis simulators and the
purely biaxial HUT:.BRM the force tracks were open shapes
([28], Ftgs. 5-6, 8 and [29], Figs. 3a-e,4a-e, i). Biaxial simula-
tors omitting the abduction-adduction motion, had linear or
high aspect ratio force tracks ([29.], Iigs. 3f-h). Especially for
polyethylene, multidirectional motion is a requirement for
producing the amount of wear and the type of wear particles
that correspond to clinical findings [7]. Therefore, continu-
ally changing direction of sliding must be considered a design
requirement for simulators to be used for assessing poly-
ethylene wear [8]. Linear. reciprocating motion has been
shown to underestimate the wear rate, while exaggerating the
effect ofcounterface roughness on the wear rate [9].
The slide track computations made it possible to visualize
the relative motion at the articulation and to oualitativelv
compare different simulator designs with each othlr and with
the slide track pattern pertaining to walking motion. But the
sofrware could additionally offer a basis for quantitative analy-
sis of sliding distances, sliding speeds, the integral / Idx used
in computing the wear factor k, and the changing direction of
sliding during the motion cycle. It was also possible to pro-
pose an improved method of computing the wear facto4
taking into account the variation in loading and motion on
the whole contact surface of the prosthetic hip joint.
It should be noted that the computational approach pre-
sented was notjust a slight modification of an earlier method
[39]. It was a new systematic method of determining the
motion of marker points attached to either the acetabular cup
or the femoral head relative to the counterface. Iirst, the Eu-
ler sequence rvas determined by investigating how a ronrion
about one axis changed the orientation ofthe other rotation
axes relative to the cup [28]. Subsequently, the rotation angles
rvere applied in accordance with the sequence. Furthermore,
the method of computing the slide racks was experimentally
verified both by engraving patterns of tracks on the femoral
head with hardened steel pins embedded into the acetabular
cup and by drawing the tracks on the head with a stationary
pen while the simulator was run for one cycle [28, 29]. The
lengths and angular extents of the computed tracks were
in good agreement with the corresponding values of these
experimental tracks [30]. For the most popular hip wear
simulato4 the BRM, an experimentally verified slide track
pattern was presented [28]. Additionally, it was shown that
changing the shape ofthe rotation-prevention lever changed
the slide track pattern due to the addition of IER motion [29].
The influence of the shape of the rotation-prevention lever
can be seen in Frg. 3 and Figs.9 and 10 in [28], and Figs. 5 and
6 in [29].
Because the essential features ofwalking motion are inevi-
tably captured in the gait waveforms produced by recording
hip joint motion during level walking [9], these waveforms
were used to compute the reference slide track pattern. How-
ever, many of the gait tracks had a thorn towards the end of
the motion cycle because of the sudden changes in FE and
IER. It is unlikely that a simulator would need to duplicate
these sudden changes that last only for a shorl period ofthe
total motion cycle, since simulators with smooth circular force
tracks (BRM, CTPOD) have been shown to produce realistic
polyethylene wear [9, 25]. If abrupt changes in directions of
motion are incorporated in the design, the simulator could be
plagued with annoying vibrations. To avoid this problem, the
motion waveforms used in the HUT:3 simulator were ideal-
izations of the gait waveforms measured by Johnston and
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Smidt [9]. Therefore, smooth slide racks were produced
while the overall track patterns for the gait and HUT:3 com-
putations resembled each other (nS. 6).
A factor which is more likely to influence the wear rate
than small differences between motion waveforms is the as-
pect ratio of the force track. Under similar wear conditions
(28 mm diameter polished CoCr head, serum lubricant and
similar load) the wear rate produced by the BRM simulator
was found to be twice that produced by the HUT:3 simulator
[25]. In the BRM, the aspect ratio was I (circular force track),
whereas in the HUT:3, it was 3.8 (elliptical force track).
Reciprocating motion is known to result in minimal wear [6,
81. Thus, an explanation for the difference in wear rate is that
the motion producing an elliptical force track is closer to re-
ciprocation than the motion producing a circular force track.
Hip simulators are usually designed so that the FE motion
dominates in the high pressure region of the contact. In
walking, the FE motion has the largest amplitude and rvill
determine the maxirnum extent of the force track figure.
In addition, the distances of the point of application of the
resultant contact load to the rotation axes will emphasize the
influence of FE and AA motions on the shape of the force
track. The load is usually applied near the IER axis and con-
sequently the distances to the FE and AA axes are much
greate4 which has the effect of diminishing the role of the IER
motion in shaping the force track. The AA motion deter-
mines the extent of the force track transversely to the FE
direction. The phase difference between the FE and AA mo-
tions determines how much the force track figure opens up.
For example, an elliptical force track is produced with sinusoi-
dal waveforms and a phase difference of nl2 befiveen FE and
AA. In the high pressure region of the three-axis simulators,
the dimensions of the slide tracks in the major and transverse
directions were determined mainly by FE and AA, which
resulted in roughly elliptical slide tracks. In the n'vo-axis simu-
lators with the IER+FE sequence, reciprocating motion with
IER rotation superimposed was produced along the force
track. Open slide track figures were produced as the distance
fiom the marker point to the IER axis increased, such that the
largest elliptical tracks were near the equator ofthe cup ([29],
Frgs. 3f, g). In the high pressure region of the BRM simula-
tors, the FE motion did not dominate over the AA motion,
and therefore the tracks had aspect ratios close to one.
The slide track software made it possible to investigate the
effect of changing motion waveform amplitudes or phases,
the Euler sequence, or of omitting certain waveforms to sim-
pli$' the design of a simulator. For example, Frg. 7 shows how
omitting either AA or IER waveforms changes the gait slide
track pattem. If IER is left out, the narrow part of the force
track and the other tracks in the middle of the Patternwidens.
Ti.acks near the equator and the vertical column of tracks in
the middle become narrower. If AA is left out, the eflect is
nearly opposite. The force track and most of the tracks in the
middle become narrow figures of eight, while the other tracks
remain open loops. Consider designing a simulator starting
fiom the gait waveforms and with the Euler sequence for gait.
In the light of Fig. 7, simplifying the three-axis walking
motion to two-axis motion (to limit manufacturing costs of
the design) is probably better done by omitting IER thanAA.
Omitting AAwould result in a force track of high aspect ratio
which may influence the amount of wear produced by the
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simulator. As such, nearly reciprocating motion suggested
by high aspect ratio tracks is known to underestimate the
polyethylene wear rate compared to the clinical wear rate of
polyethylene acetabular cups. In simulators with high aspect
ratio tracks on the center of contact, lower wear in this region
may be compensated for by higher wear towards the equator
of the cup where open tracks were produced. The track
pattern of biaxial simulators without AA motion can be con-
trasted with the pattern of the BRM simulator in which the
open tracks are located on the center ofcontact and the nar-
row tracks and the figures ofeight are located on the equator.
The I.Ldx integrals determined in the force track compu-
tations made it possible to convert the wear rates produced by
different simulators into wear factors that provide a better
basis for comparison between simulators and with clinical
values. As an example [31], consider the highly differing
wear rates of conventional gamrna-sterilised polyethylene
cups against polished 28 mm diameter CoCr heads with
serum-based lubricant in the HUT:3 and AMTI sirnulators,
57 and 25 mg per one million cycles, respectively [5, 25]. The
corresponding wear factors were equal, which can be verified
by dividing the wear rate by the density, 0.94 mg/mmn, and
by the corresponding/ldxintegrals flable l):
(57 mglO.gamglmm3/106/(3.10.14 Nm) = i.4'10-6 mm3/Nm
and
(25 mg/0.9a mg/mm3/I06;/(1.33'14 Nm)= 1.4'16-6 mmu/Nm.
These values can be compared with the mean clinical wear
factor in Charnley prostheses with conventional polyethylene
cupswhichwas found to be 2.9.10-6 mm3/Nm [15]. The di{Ier-
ence between the clinical and the simulator wear factors can
be explained by the considerable scratching of the stainless
steel femoral heads in vivo. The range in the clinical wear
factors was as large as 0.09-7.2.104 mm3/Nm.
In Thble I it can be seen that there were considerable vari-
ations between the different cases regarding the length of the
force track x.. Additionally, the variations persisted when x,-
was divided with the cycle time T to give the mean sliding
velocity along the force track. Most simulators appear to
have approximately the same mean sliding velocity as that
obtained for gait, except for the BRM simulators, in which it
was 66-88 7o higher and one simulator in which it was as
much as 2.4 times higher. If the velocity is significantly higher
than in gait, there is a risk of altering the lubrication condi-
tions and consequently the accuracy of the wear simulation.
The cumulativ. ihu.rg. of direction of sliding, IlaQl, can le
seen as a measure of the unevenness orjerkiness of the force
track. It could be anticipated that a higher value of IlABrl
would indicate higherwear. Howeveq even a small loop along
the track causes the value of llAQl to increase by 360" while
the increase in wear remains negligible due to the small slid-
ing distance. Therefore it appears unnecessary to design a
simulator based on very jerky and complicated motion wave-
forms, i.e., a simulatorwith a very high llAQl value.
The conventional way of computing lLdx along the force
track does not take into account the contact pressure distribu-
tion and the variation of relative motion with location on
the contact surface. It also neglects the transverse Pressure
component which is perpendicular to the direction of the
resultant load l. When the sum of track integrals l was com-
puted by replacing the pressure distribution with a large
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Fig. 7: Effect of omitting IER or AA motion on the gait slide track pattern drarvn on the femoral head. (a) IER motion was omitted.
Sequence was FE+AA. (b) AA motion was omitted. Sequence u'as FE-+IER. Pattern shown in Fig. 6a includes all motion
comPonents.
number of discrete forces, the rvhole contact situation was
better represented including components of transverse load
and variation of sliding distance with location. Howeve4 the
value of l was substantially higher than the value of /ldr and
consequently the wear factor was lower. For example, an aver-
age wear rate of 16.6 mg per one million cycles l'as obtained
with the HUT:BRM simulator for gamma-irradiated conven-
tional polyethylene cups against polished 28 mm diamerer
CoCr heads, lubricant diluted calf serum, and test length
3 million cycles [33]. In the conventional rvay of calculating A,
rhe resulrwould be 16.6 mg/ (106'0.93 mg/mm3.2.46.14 Nm)
= 0.52.10{ mm3/Nm. With an ellipsoidal conracr pressure dis-
tribution and 1000 elements, the surface integral gave a value
of 3.49'14 Nm=48.9 Nm. Hence, *=0.36.10s mm3/Nm,
which is 30 Vo lower compared with the resultant force case
[32]. It appears that computing the integral /Idx with a
single resultant force substantially overestimates the wear
factor. In fact, all wear factors published earlier for total hip
prostheses are more or less overestimates, as they rely on the
assumption of single point contact.
The method of replacing / tdx with 1 requires thar a rea-
sonable estimate of the contact pressure distribution can be
computed. The computation would vary from case to case
because the angle between the direction of load and the sym-
metry axis of the cup influences the shape of the distribution
[3a]. The accuracy of the estimate of the distribution could be
improved if additional factors such as the thickness and the
material of the cup, the metal backing shell of the cup and the
clearances between the head and the cup and between the
shell and the cup could be taken into account.
Previous studies [39, 40] have presented slide tracks
traced by marker points on the head, i.e., cup tracks. In [28]
and [29], head tracks were presented for the first time. The
head tracks show how points on the cup slide against the
counterface, and make it possible to compute the sliding
distances of differential area elements of the acetabular cuo.
The sliding of an area element of the cup can be compared io
the sliding of the test pin against the counterface disk in the
CTPOD simulator. Recently, tests were done with a modified
version of the CT'POD simulator in which the siide track of
each pin had a different aspect ratio [41]. These tests showed
that the wear factor of conventional polyethylene rvas pro-
portional to /Jnn and that for AR values exceeding 5.5 the
l'ear factor decreased to unrealistically low values. Given the
relationship ft=f(AR), an interesting future research topic
rvould be to investigate whether these test results could be
linked with the head track computations to relate the slide
track pattern to the wear of the cup. A numerical measure of
rvear involving the variation of load, sliding distance and
track aspect ratio on the bearing surface could, in principle,
be computed by summing the wear rate contributions of each
surface element, as shown in (5).
+l) ,h^6q^a, (5)
J
m=],
In (5), 4,,=ft,,(A\,,) is the wear factor which corresponds
to the aspect ratio of the slide track of the discrete force q,,,.
The applicability of this approach needs to be verified with
comparative rvear tests, as the accuracy of the computation
primarily depends on whether experimental wear data pro-
duced directly with pin-on-disk type devices can be used for
computing wear rate prcdictions for ball-in-socket.configura-
tions. Another factor influencing the computation would be
the accuracy of the estimation of the pressure distribution in
the joint.
6 Conclusions
This paper treated the analysis of relative motion between
the femoral head and the acetabular cup in the prosthetic hip
and the relation between type of motion and wear. The slide
tracks produced by walking motion and by contemporary hip
simulators were computed. Computations important for wear
assessment included the determination of the integral /ldx
along the force track and subsequently the sum of track
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integrals of forces obtained by discretization of the contact
pressure distribution. Based on the research, the following
conclusions can be drawn:
L The slide track software made it possible to visualize
and analyze the relative motion of points on the articular
surfaces of the hip joint. In addition, it was possible to in-
vestigate the effect ofchanging the Euler sequence or of
omitting certain waveforms to simplify the design of a
simulator. The effect of changes to the motion waveform
amplitudes or phases could be investigated by only gener-
ating new waveforms, i.e., without large modifications to
the software, By analyzing published data, it was possible
to make a slide track overview of practically all contempo-
rary hip simulators ([29] together with [28]). The slide
track computations were experimentally verified with the
HUT-BRM and the HUT-3 simulators.'fhe gait tracks
[28] and the tracks of other simulators [29] were com-
puted according to the same principles as the verified
tracks. 'I-he software was used to compute quantities rele-'
vant for assessing wear, such as the sliding speed or the
cyclic variation of the direction of sliding [31].
2. For the BRM simulators, experimentally verified slide
tracks were presented and it was shown that the shape of
the rotation-prevention lever affected the slide track pat-
tern ([28], Figs. I and l0). An offset rotation-prevention
lever introduced IER motion, turning the simulator into a
three-axis device [29].
3. The slide track overview showed that in the three-axis
simulators (and the purely biaxial HUT-BRM) the force
trackswere open shapes ([29], FiSs. 3a-e;4a-e, i). Biaxial
simulators omitting the abduction-adduction motion had
linear or high aspect ratio force tracks ([29], Figs. 3f-h).
When the abduction-adduction motionwas omitted in the
gait computations (Fig. 7b), a similar effect was seen.
Thus, the simulators can be divided into two groups: those
that include and those that omit the AA-motion. Lower
wear due to high aspect ratio tracks on the center of
contact can perhaps be compensated for by increased
wear due to open tracks elsewhere, especially if the con-
tact pressure distribution extends to the equator of the
cup. One can qualitatively compare simulators, e.g., by
noting that under similar wear conditions, a higher force
track aspect ratio implies less wear [25]. However, to be
able to reliably quantify the relationship between the slide
track pattern and wear, comparative tests are required to
be done with the same type of specimens, lubricant and
loading. Published wear test reports differ fiom each
other regarding the materials, the type and dilution of
serum lubricant, etc. and cannot be used for finding such
a relationship.
4. Simulators built according to the ISO/DIS 14242-l stan-
dard (assuming an FE+AA+IER rotation sequence)
would produce a slide track patternwith an elliptical force
track and other open slide tracks on the center ofcontact
([29], Fig. 3e), similar to the slide tracks present in the pat-
tern of the HUT-3 simulator. The design requirement
that the direction of sliding shall be continually changing
would therefore be fulfilled by simulators meeting the
ISO/DIS 14242-l specifications. A similar slide track pat-
tern was, however, produced with only the FE and AA
components of the gait motion (Fig. 7a), which suggests
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that the simulator need not be three-axial to obtain wear
conditions similar to those specified in ISO/DIS 14242-1.
The integral Jldx was evaluated for the most used con-
temporary hip simulator designs by discretizing the load
curve and evaluating the integral along the force track.
The integral makes it possible to compare wear test results
between simulators and with clinical wear measurements
in terms of the wear factor ft.
The sum of track integrals l was computed by discretizing
the contact pressure distribution and summing the contri-
butions of many normal forces distributed all over the
bearing surface. For the HUT-BRM simulator the value of
1 was substantially higher than the value of lLdx,
suggesting that the traditional way of cornputing the inte-
gral with a single resultant force overestimates the wear
factor.
lVear tests with the slide track shape as the primary
variable were recently done with a modified version of
the CTPOD wear simulator [41]. The u'ear factor of
conventional polyethylene was found to be proportional
to/JeR. Future research could elucidate the possibilities
for linking this result with the slide track computations to
find a quantitative relationship between the slide track
pattern and the wear in the prosthetic joint.
References
Nevalainen, J., Hirvonen, A., Pulkkinen, P.: The
1998-1999 Implnnt Yearbooh on Orthopaedic Endo-
prostheses.Yantaa, National Agency for Medicines, 2000.
Bauer, T. W., Schils,J.: The Pathology ofTotalJointArthro-
pl"o;ry II. Mechanisms of Imphnt Failare. Skeletal Radiol,
Vol.28, 1999, p. 483-497.
Ingham, E., Fisher, J.: Biological Reactiotu to Wear Debris
in Total Joint Repl"anmm,t. Proc Inst Mech Engr (H),
Yol. 214, 2000, p. 2l-37.
Revell, P. A., Al-Saffar, N., Kobayashi, A.: Biological Reac-
tion to Debris in Reht:ion to Joint Prostheszs. Proc Inst Mech
Engr (H), Vol. 2l l, 1997, p.187-197.
Bragdon, C, R., O'Connor, D. O., Lowenstein, J. D.,
Jasty, M., Syniuta, W. D.: The Importance of Multidirec-
tional Motion on the Wear of Polyethrylene. Proc Inst Mech
Engr (H), VoI.210, 1996, p. 157-165.
Saikko, Y.: A Multi.directiornl Motion Pin-on-disk Wear Test
Method for ProstheticJoint Materh,k. I Biomed Mater Res,
Vol.4l, 1998, p.58-64.
Wang, A., Stark, C., Dumbleton, J. H.: Mechnnistic and,
Morphological Origuls of Ultra-hi,gh Molecular Weight Poly-
ethrylcne Wear Debris i.n Total Joint Repktcemznt Prostheses.
Proc Inst Mech Engr (H), Vol. 210, 1996, p. 141-155.
Wang, A., Polineni, V. K., Essner, A., Sokol, M., Sun,
D. C., Stark, C., Dunbleton, J. H.: The Signifuance of
Nonlinear Motion in thc Wear Screening of Orthopaedic Im-
plnntmateriak J Testing Eval, Vol. 25, 1997, p. 239-245.
Wang, A., Essner, A., Polineni, V. K., Stark, C., Dumble-
ton, J. H.: Lubrication and Wear of Ultra-high Molecular
Weight Pol2etfulene in Total Joint Replncemznf^s. Trib Int,
Vol.31, 1998, p. l7-33.
I l0] Ahlroos, T.: Effect of Lubritant un the Wear of Prosthetic J oint
Materiak. Doctoral dissertation, Acta Polytechnica
5.
6.
n
tll
t91L-l
t3l
t4l
t5l
t6l
t7l
t8l
tot
t- Jl
Acta Polytechnica Vol. 43 No. 4/2003
Scandinavica, Me 153, Helsinki, The FinnishAcademies
ofTechnology, 200 l.
I l] Saikko, Y.: Effect of Inbrirant Protzin Concenh'ation on tlu
Wear of Ultrahigh MolecuLar Weight Polythylene. J'fribol,
2003, in press.
[2] Saikko, V., Calonius, O., Ker5nen, J.: Effect of Counter-
fa,ce Roughness on thc Wear of Convmtiornl and. Crosslinked
Ultrahigh lvlolecular l4teight Polyetlrylme Studiedwith a MUL-
tidirectiornl Motion Pin-on-disk Dnice. J Biomed Mater
Res, Vol. 57,2001, p. 506-512.
[3] Saikko, V., Calonius, O: Wear of Conamtional and, Cross-
tinkcd Ultrahigh Molecul.a,r Weight Pobetblme Acetabuhr
Cups Against Polished and. Roughened CoCr Fernoral Heads
in a Binxtul Hip Simuhtor. J Biomed Mater Res Appl
Biomater, Vol. 638, 2002, p. 848-853.
[4] Saikko V., Kerinen J.: Wear Sirnulntion of Alurnina-on-
-aluminn Prostlutic Hip Joints Ustng a MultidirectiotutL
Motion Pin-on-dish Deurce. J Am Cer Soc, Vol. 85, 2002,
p.2785-2791.
[5] Atkinson, J. R., Dowson, D., Isaac, J. H., Wroblewski,
B. M.: ktboratory Wear Tests and, Clinical Obseruations of
the Penetration of Femoral Heads into Acelabulnr Cups in
Toktl Rephcemmt HipJoints. III: The Measureurcntof Inter-
rutl Volurne Clmnges in Explanted Clnmley Sockets afier
2-15 Years in Vito anrl tlu Detennination oJ Wear Factors.
Wear, Vol. 104, 1985, p.225-244.
[6] Bennett, D. B., Orr, J. F., Baker, R,'. Mouement Loci of
Selccted Points on the Ferwral Hea.d for Indiaidtnl Total
Hip Arthropksty Patimts U sing Three-dirnensionaL Computer
Simulation. The Journal of Arthroplasty, Vol. I 5, 2000,
p. 909-915.
[7] Bergmann, G., Deuretzbacher, G., Heller, M., Graichen,
F., Rohlmann, A., Strauss, J., Duda, G. N.: Hip Contnct
Forces and Gait Patterns from Rout:ine Actiaitizs. Journal of
Biomechanics, Vol. 34, 2001, p. 859-871.
[8] Morlock, M., Schneider, E., Bluhm, A., Vollmer, M.,
Bergmann, G., Miiller, V., Honl, M.: Duration and Fre-
quencl of Eaery Dal Actiaities in Totul Htp Patients. Journal
of Biomechanics, Vol. 34,2001, p. 873-881.
[9] Johnston, R. C., Smidt, G. L.: Measurernent of Hip-joint
Motion During Walking-eaaluation of an Electrogorzio-
metric Method. J Bone Joint Surg, Vol. 51-A, 1969,
p. 1083-1094.
[20] Barbour, P. S. M., Stone, M. H., Fisher, J.:A HipJoitt't
Simalnnr Stud.y Using SirnpLified Load,ing and Motion Cycles
Generahng PhysiologtcaL Wear Patlu and Rates. Proc Inst
Mech Engr (H), Vol. 213, 1999, p.455-467.
[2 1] Dowson, D., Jobbins, B: Design and Deaeloprnent of a Ver-
satile Hip Joint Sintulntor and a PreLimirnry Assessment of
Wear and. Creep in Charnley Total Replncement Hip Joints.
Engineering in Medicine, Vol. 17, 1988, p. I I l-t 17.
[22] Goldsmith, A. A. J., Dowson, D; A Multi-station Hip
Joint Sirnul.ator Studl of the Perfornnnce of 22 mm Dianneter
Zirconia-ultra-high Molecukr P olyethrylme TotaL Repklcetnent
Hip Joints. Proc Inst Mech Engr (H), Vol. 213, 1999,
p.77-90.
[23] ISO/DIS 14242-1 Draft International Standard, 2001:
Implants for Surgery - Wear of Total Hr'p Joint Prostheses -
Part 1: lnading and Displncemznt Paramzters for Wear-test-
mg machines and, Correspond.ing Environmmtnl Conditions
for Tut.
[24] Saikko, Y.: A 'fhree-axis Htp Joint Simalator for Wear o;nd
Friction Studies on Totnl Hip Prosthesis. Proc Inst Mech
Engr (H), Vol. 210, 1996, p. 175-185.
[25] Saikko, V., Ahlroos, T; Type of Motion and, Lubricant in
Wear Simul.a.tion of Po\ethylme Acetabular Cup. Proc lnst
Mech Engr (H), Vol. 213, 1999, p. 301-310.
[26] Smith, S. L., Unsworrh, A.: A Fiae-station HipJoint Simuh-
tor. Proc Inst Mech Engr (H), Vol. 215, 2001, p. 6l-64.
[27] Ungethnm, M.: Tribologisch-biomzchaniscfu Untersuch-
utzgen fir den totnlen Gelenkersatz dcr mznschktlun Hilfte.
Doctoral Dissertation. Rheinisch-Westftilische Tech-
nische Hochschule Aachen, 1976.
[28] Saikko, V., Calonius, O.: Slide TrarhAna$sis of the Rel.atiae
Motion Betueen FemoraL Hea.d and, Acetahular Cup in Walk-
ing and in Hip Simulators. J Biomech, Vol. 35, 2002,
p.455-464.
[29] Calonius, O., Saikko, Y: SLid,e Trach Armlysis of Eight
Contem|oram Hip Sitnulator Duigns. J Biomech, Vol. 35,
2002, p. 1439-1450.
[30] Calonius, O: Tribologl of Prosthetic Joints - Validation of
Wear Shnukttion Methods. Doctoral dissertation, Acta
Poll'technica Scandinavica, Me 159, Helsinki, The Finn-
ish Academies of Technology,2002.
[3 I] Calonius, O., Saikko, Y.: ForceTrachAnalysis of Contempo-
rary Htp Sintulators.I Biomech, 2003, in press.
[32] Saikko, V., Calonius, O.: An Improaed Method of Corn-
ptLting the Wear Factor for TotaL Hip Prostheses InaoLu'ing
the Variation of Relatiue Motion and. Contact Pressure uith
Location on the Bearing Surfaca.J Biomech, 2003, in press.
[33] Saikko, V., Calonius, O., Kerdnen, J.: Effect of Extent
of Motion and Tlpe of Load, on the Wear of Po$ethylene in a
Biaxinl Hip Sirnuhtor J Biomed Mater Res Part B: Appl
Biomater, Vol. 658, 2003, p. 186-192.
[34] Ipavec, M., Brand, R. A., Pedersen, D. R., Mavdid, B.,
f'ralj-Iglii, V., Iglid, A.: Mathernatiral Mod.elling of Stress in
the Hip During Gait. Journal of Biomechanics, Vol. 32,
1999, p. 1229-1235
[35] Fricker, D. C: hXtion When Fetnoral Prosthesis Heads Slide
in Acetabular Cups.ln: "Ceramics in Substitutive and Re-
constmctive Surgery." (Ed. Vincenzini, P.). Amsterdam:
Elsevier Science Publishers, 1991, p. 207-215.
[36] McKellop, H. A., Clarke, l. C.: Degrafuztion anl, Wear
of U ltralt igh+n ole culnr-w eight P oly e thylme . I n : " Corrosion
and Degradation of Implant Materials: Second Sympo-
sium, ASTM STP 859." (Eds. Fraker, A. C., Griflin, C.
D.). Philadelphia: American Society for Testing and Ma-
terials, 1985, p. 351-368.
[37] Walter, A.: Inrestigations on the Wear Couple Biolox Forte
/Biolox Fode and Earlier Aluminn Materiak. In: "Perfor-
mance of the Wear Couple Biolox Forte in Hip Arthro-
plasty" (Ed. Puhl, W.). Stuttgart: Ferdinand EnkeVerlag,
1997, p. 123-135.
[38] Paul, J. P.: Forces Transrnitted byJom.ts in thz Humnn Body.
Proceedings of the Institution of Mechanical Engineers,
Vol. 18l, Part 3J, 1967, p. 8-15.
[39] Ramamurti, B. S., Bragdon, C. R., O'Connor, D. O.,
Lowenstein,J. D.,Jasry, M., Estok, D. M., Harris, W. H.:
53
Acta Polvtechnica Vol. 43 No. 42003
I-oci of Moaanatt of Selzctzd Points on tlu Femmal Head Dur-
arg Nonml Gait.l\e Journal of Arthroplasry, Vol. ll,
1996, p. 845-852.
[40] Ramamurti, B. S., Estok, D. M.,Jasty, M., Harris, W. H.:
Analysis of tlu Kinernatb.s of Difumt Hip Sirnuhnrs IJsed
b Stub Wear of hndidnte Matzrink for tlw Artiml"atinn of
Tonl Hip ykroplnsldes. Journal of Orthopaedic Research,
Vol. 16, 1998, p.365-369.
[41] Sail*.o, V., Calonius, O., Ker?inen, J .: Effect of Slifu Track
Sltape an tlu Wear of Ultra-high Mokcular Weight Po$ethyl-
enc in a Pin-an-diskWear Simula,ti,on of Totnl Hip Prostfusis.
J Biomed Mater Res Part B: Appl Biomater, 2003, in
Press.
Olof Calonius, Dr.Tech
phone: +35 894 514 573
fax: *35 894 513 418
e-mail: Olof.Calonius@hut.fi
Helsinki University of Technology
Department of Mechanical Engineering
P.O. Box 4400
FIN-02015 HUT, Finland
Vesa Saikko, Dr.Tech.
phone: +35 894 513 562
fax: *35 894513 542
e-mail : Vesa.Saikko@hut.fi
Helsinki University of Technology
Department of Mechanical Engineering
P.O. Box 4300
FIN-02015 HUT. Finland
5.1
